[Screw electrode for fetal monitoring (author's transl)].
A screw-electrode for the cardiotocographic monitoring is described. Starting from the demands of an efficient screw-electrode the electric and mechanical attributes are explained. The clinical results demonstrate the efficiency of the new electrode. It takes of a feto-fetal ECG.